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Abstract: The sensitive detection and quantitative measurement of biological nanoparticles
such as viruses or exosomes is of growing importance in biology and medicine since these
structures are implicated in many biological processes and diseases. Interferometric reflectance
imaging is a label-free optical biosensing method which can directly detect individual biological
nanoparticles when they are immobilized onto a protein microarray. Previous efforts to infer
bio-nanoparticle size and shape have relied on empirical calibration using a ‘ruler’ of particle
samples of known size, which was inconsistent and qualitative. Here, we present a mechanistic
physical explanation and experimental approach by which interferometric reflectance imaging
may be used to not only detect but also quantitatively measure bio-nanoparticle size and shape.
We introduce a comprehensive optical model that can quantitatively simulate the scattering of
arbitrarily-shaped nanoparticles such as rod-shaped or filamentous virions. Finally, we optimize
the optical design for the detection and quantitative measurement of small and low-index bio-
nanoparticles immersed in water.
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1. Introduction

Many biological processes in health, disease, and modern medicine are mediated by nanoparti-
cles 20-1000nm in diameter that present specific molecules on their surface that are critical to
their function. Exosomes - a class of extracellular vesicles of size 30-100nm - carry complex
molecular payloads and are thought to have roles in cell-cell signaling, antigen presentation,
immune suppression and inflammation [1]. Exosomes are also secreted by cancer cells, and are
implicated in metastasis, tumor growth and angiogenesis [2]. Unfortunately, optical characteri-
zation of exosomes in liquid media has proven extremely difficult due to their very small size
and refractive index similarity to the solvent [3]. Viruses, another category of biological nanopar-
ticle, have specific surface antigens that drive attachment and penetration of the host cell surface.
Virus morphologies can be highly diverse, yet mutations that cause defective morphologies also
significantly reduce both replication and infectivity, suggesting a causal link [4–6].

Most commonly, sensitive direct detection or characterization of viruses is performed with
plaque assays, or otherwise with molecular techniques based upon either (i) nucleic acid am-
plification via polymerase chain reaction of the viral genome, or (ii) immunoassays for capsid
proteins [7]. However, these molecular techniques discard any information about virion shape
or size, and may be unable to differentiate infectious virions from virus-like particles that do not
contain genetic material but may still elicit immune response [8]. Biological nanoparticle char-
acterization is often performed using not one but a suite of tests. Electron microscopy is by far
the highest-resolution imaging method, yet proposals for rapid identification of viral pathogens
have gone unrealized due to high cost, complexity and the requirement for high concentra-
tions of virions [9]. The limitation in throughput is in general shared by all high-resolution ap-
proaches, such as near-field scanning optical microscopy and atomic force microscopy [10,11].
It is also still difficult to image delicate particles such as exosomes with electron microscopy,
since the requisite vacuum desiccates them and results in structures which are likely differ-
ent from native ones [1]. Darkfield optical methods such as Nanoparticle Tracking Analysis
(Nanosight) are in general much simpler, more rapid and allow indirect measurements of parti-
cle size but are often unable to detect bio-nanoparticles smaller than 100 nm without fluorescent
labeling due to their weak scattering and also require a high concentration (picomolar) of parti-
cles.

In contrast to nanoparticle detectors based on liquid-phase optical scattering, solid-phase de-
tectors which utilize a sensor surface have several advantages. First, the sensor surface is almost
always functionalized with a molecular coating that confers a specific molecular affinity. Prepar-
ing hundreds of arrayed regions of varied molecular affinity, in the form of a microarray, is an
industry-standard technology that confers this family of sensors with high multiplexing capa-
bility. Second, the heterogeneity of the substrate-medium interface can be exploited to amplify
the local electromagnetic field and enhance the captured nanoparticle’s optical scattering. Un-
fortunately, optically enhancing structures in the literature are usually highly heterogeneous, so
particle binding does not confer the same effect in all places on the sensor. For example, in a re-
cent study, surface plasmon resonance was utilized to detect the binding of individual exosomes
in real time using a gold film patterned with a periodic nanopore array, but since the optical
signal from an exosome was a strong function of its precise position with respect to the pore,
particle size could not be measured [12]. Micro-ring and whispering-gallery-mode optical res-
onator sensors share this problem of sensor heterogeneity, as do most extremely high-Q optical
detectors in general [13].

The Single Particle Interferometric Reflectance Imaging Sensor (SP-IRIS) is an optical
biosensing technology that combines a flat multilayer dielectric substrate such as thermally-
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grown oxide on silicon with a wide-field reflection microscope to count and classify single
immobilized nanoparticles. SP-IRIS is one of a growing family of optical sensors which can
precisely enumerate individual nanoparticles bound to a planar surface, either for characteri-
zation of synthetic nanoparticles [14–17], label-free enumeration of virus or exosome vesicles
from complex media such as blood serum [18–21], or single-molecule detection where synthetic
nanoparticles are used as specific labels [22]. Proof-of-concept demonstrations have shown that
SP-IRIS can be used for the sensitive detection of both viruses and exosomes from complex me-
dia such as serum or cerebrospinal fluid [23, 24]. Previous studies have also shown qualitative
correlations between the size of a captured nanoparticle and the corresponding visibility of that
particle, and utilized reference particle samples of known size to calibrate an empirical sizing
‘ruler.’ [24–26] Recently, quantitative optical simulations using the dipole approximation have
been developed and used to improve optical sensitivity to small, spherical nanoparticles [27–29].
However, this approach cannot be used to simulate larger, asymmetric or irregularly shaped
nanoparticles.

In this article, we introduce a mechanistic physical explanation for understanding SP-IRIS as
a modified common-path homodyne interferometer, in which the objective focus position may
be used to adjust the phase angle between signal and reference. We also describe a complete
optical model that utilizes the boundary element method to support simulations of nanoparticles
of arbitrary size and shape. Finally we use the framework and model to optimize several optical
parameters of the sensor for quantitative sizing of bio-nanoparticles.

2. Methods

2.1. Preparation of nanoparticle samples

Polished silicon wafers with 100 nm SiO2 thermal oxide films were ordered from Silicon Valley
Microelectronics (Santa Clara, CA). To create fiducial markings, the wafer was patterned with
standard photolithography and wet etching. Wafers were diced into 1 cm square chips. Bare
gold nano-spheres and nanorods were purchased from Nanopartz, Inc (Loveland, CO). Ven-
dors provided accurate measurements of average particle dimensions with transmission electron
microscopy. To immobilize nanoparticles onto the substrate, SP-IRIS chips were treated with
oxygen plasma for 5 minutes and spin-coated with particles diluted to about 1 pM in DI water.

2.2. Physical model of arbitrary particles imaged with SP-IRIS

The problem of numerically simulating the steady-state optical scattering of an arbitrary particle
involves finding a self-consistent and time harmonic numerical solution to Maxwell’s equations
throughout a region of interest with relevant boundary conditions. Beyond special cases where
the symmetry of the problem permits an analytical solutionvia Mie scattering theory, problems
in nanoparticle scattering are most often solved via discrete numerical methods such as the
boundary element method (BEM) or discrete dipole approximation [30].

In the case of a particle embedded in a homogeneous and isotropic medium, Maxwell’s
equations can be simplified to a surface integral equations at the nanoparticle-medium inter-
face [31]. BEM simulations therefore only require that the two-dimensional interface be meshed,
which greatly speeds up the solver compared to Finite-Different Time Domain or other volume-
element methods. Several implementations of the boundary element method have been pub-
lished and made freely available for academic use. We used the Magnetic Nanoparticle Bound-
ary Element Method (MNPBEM) implementation because (a) it was implemented in MATLAB,
our preferred language, (b) it included formulation for the scattered far fields of a particle on
layered media, as described by Novotny [32], which simplified our implementation, and (c) it
provided excellent published documentation and examples [33,34].

The overall optical simulation essentially consists of three parts. First, we define the system
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Fig. 1. Coordinate system used to calculate the reflected field, showing the plane of inci-
dence and coordinate unit vectors (Eqs. 2-6). An incident plane wave withk inc is decom-
posed into components perpendicular (ŝ) and parallel (̂p) to the plane of incidence.

geometry and use the MNPBEM toolbox to calculate the surface charge distributions on the
nanoparticle-medium interface in response to a monochrome incident plane waveEinc(r ), and
compute from them the resulting far field scattering,E∞. The scattered far fields are expressed
as the complex-valued magnitudes of plane wave components (i.e., far field components of the
angular spectrum):E∞ = E∞(kx , ky). The unmagnified image formed by the microscope may
therefore be obtained simply by evaluating the canonical angular spectrum integral over the
microscope objective’s collection solid angle, with the appropriate prefactors [32,35]:

Escat(r ) =
i

2π

"
θ≤θmax

E∞

(

kx , ky
)

ei(kx x+kyy+kz z) 1
kz

dkxdky (1)

Second, the reflected field is calculated using the equivalent complex Fresnel reflection coef-
ficients of the thin film structurers , rp , which are calculated using a full vector implementation
of the matrix transfer method: [36]

Ere f (r ) = rs (Einc · ŝinc) ŝre f + rp (Einc · p̂inc) p̂re f (2)

Hereŝinc , p̂inc , ŝre f , p̂re f are the polarization unit vectors defined as in Figure 1, wherekxy is
the component of the wave-vectork in the (x , y) plane:
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Third and finally, the resulting image formed at the detectorI (r ) is determined by coherently
adding the scattered and reflected fields at the image plane positionr

I (r ) = |Ere f (r ) + Escat(r )|2. (7)

In many cases, the illumination cannot be approximated by a single plane wave. Then, the
illumination profile at the surface is decomposed into a discrete sum of plane wave components
via the angular spectrum representation, and summed incoherently:

Itot (r ) =
"

θ inc≤θmax

I (kx , ky , r )dkxdky (8)
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In the case of Köhler illumination using an LED, these plane wave components are incoherent
since each component corresponds with a different physical position on the diode and therefore
an independent, uncorrelated photon emission event. The final image, therefore, consists of
the incoherent superposition of the responses caused by each illumination component, where
each reflected plane wave is coherent with its corresponding induced scattered field but no
others [37].

2.3. Software availability

All codes used in this article have been made freely available online at
https://www.github.com/derinsevenler/SP-IRIS-BEM/.

3. Results and discussion

3.1. Nanoparticle detection with interferometric reflectance imaging

SiO2

Si

E
inc

E
ref

E
scat

Camera

LED

a b

Fig. 2. (a) The SP-IRIS substrate consists of a thin film of thermally grown oxide on pol-
ished silicon. Incident light (Einc) is both reflected by the substrate (Ere f ) and scattered
by the immobilized nanoparticle (Escat ). (b) Schematic of the reflection microscope. The
LED source is imaged to the objective back pupil, providing Köhler illumination (dashed
lines). Collected scattered light from a particular particle is indicated by red shadow.

The SP-IRIS substrate (Figure 2a) enhances the visibility of an immobilized nanoparticle
through two synergistic yet highly coupled mechanisms of light interference, when imaged with
a reflection microscope (Figure 2b). The first mechanism of enhancement is that the substrate
reflects much of the forward-scattered light, which then constructively interferes with back-
scattered light and increases the total back-scattering as compared to a transmitting substrate
such as glass. Here, we denote the total far field back-scattered field withEscat . In Figure 3a-c)
we simulate in three dimensions the Poynting vector magnitude (i.e. radiation pattern) ofEscat

of a 100 nm spherical virus (n=1.5). Note thatEscat is a spherical wave, and that the radiation
pattern changes shape with film thickness as the reflection coefficient of the substrate varies.
The radiation patterns do not have rotational symmetry because the linearly-polarized plane
wave illumination excites primarily only a single dipole mode in the particle, which does not
radiate parallel to its orientation.

The second mechanism of enhancement is that the scattered fields are detected interferomet-
rically instead of directly. In interferometric detection, rather than directly detecting the faint
scattered light against a dark background, the scattered light is interfered with a reference light
beam and the interference pattern is recorded:

I (r ) = |Ere f (r ) + Escat(r )|2

= |Ere f |
2
+ |Escat |

2
+ 2|Ere f | |Escat | cos(φ). (9)

                                                                              Vol. 8, No. 6 | 1 Jun 2017 | BIOMEDICAL OPTICS EXPRESS 2981 

https://www.github.com/derinsevenler/SP-IRIS-BEM/


0 10 20 30 40 50 60 70 80 90
Polar angle, degrees

0

1

2

3

4

5

6

7

8

9

R
a

d
ia

te
d

 e
n

e
rg

y
 (

A
U

)

30 nm SiO
2

60 nm SiO
2

90 nm SiO
2

a

c

b

d

e

30 nm SiO
2

60 nm SiO
2

90 nm SiO
2

Glass substrate

Fig. 3. (a-c) 3D simulated plots of the radiation pattern (Poynting vector magnitude) of total
back-scattered lightEscat of a 100 nm virus particle (n=1.5) on SP-IRIS substrates with
a range of film thicknesses, compared with (d) a glass substrate (arbitrary units). Illumina-
tion is a normal-incident linearly polarized plane wave withλ = 530 nm. (e) Distribution
function of back-scattered radiation vs polar angle (i.e, from surface normal) for the cases
shown in (a-c). The dashed line indicates the maximum collection angle of a 0.9 NA water-
immersion objective. Dotted lines indicate the mean polar angle of the collected light, for
each case.

Here,φ is the difference in phase between the scattered (signal) and reference light. This method
is also called optical homodyning, and allows measurements of the signal’s amplitude (|Escat |)
instead of intensity (|Escat |

2). In the context of detecting faint light scattering, this has two
advantages over direct measurement: one theoretical and one practical. Theoretically, interfer-
ometric measurements of light amplitude are useful for detecting small nanoparticles since the
scattering intensity of a nanoparticle with diameter D scales withD6, yet scattering amplitude
scales withD3 [14]. Experimentally, interferometric detection avoids some sources of noise as-

                                                                              Vol. 8, No. 6 | 1 Jun 2017 | BIOMEDICAL OPTICS EXPRESS 2982 



sociated with measurements of faint light, including not just dark current and read noise in the
sensor (which can be mitigated by using high performance photon counting sensors) but also
stray light scattering and reflections in the optical path. In interferometric detection the refer-
ence field|Ere f | can usually be increased until measurements ofI (r ) are limited only by shot
noise of the signal.

To perform interferometric detection in SP-IRIS, the specular reflection by the substrateEre f

(Figure 2) is also imaged onto the camera, and used as the reference light beam. Light scattered
from a nanoparticle forms a diffraction-limited perturbation to the reflected field image (Fig-
ure 4a). The difference between the optical paths traversed byEscat andEre f to the sensor is
< 1µm, enabling the use of a partially-coherent LED instead of a highly-coherent laser beam,
which are more common.

The final optical setup for SP-IRIS is therefore advantageously simple compared to other
interferometric nanoparticle detectors, since removing the requirement for coherent illumination
avoids many of the challenges inherent to coherent light imaging such as laser speckle and stray
reflections [20, 38, 39]. However, this simplicity comes at the expense that the path length (i.e.,
phase) of the reflected field cannot be adjusted independently from that of the scattered field.
Rather, it turns out that the phase angleφ between the two fields at the image plane is a strong
function of the focus position of the microscope objective,provided that the illumination is
limited to normal-incidence rays by radically under-filling the back aperture of the objective.
This is because a particle illuminated with a normal-incidence plane wave will scatter light in
all directions (as described earlier) yet the specularly reflected field only travel in one direction:
back along the optical axis. Indeed, the vast majority of the scattered light is not back along
the optical axis but at oblique angles (Figure 3e). Since the scattered and reflected fields are
traveling (mostly) in different directions, changing the focus position of the objective alters the
phase angle (φ) between them. Equivalently: within the angular spectrum representation, the
plane wave components of the reflected field consists of rays that are mostly along the optical
axisz (kz:re f ≈ |k |), while the majority of the scattered light is in plane wave components which
are traveling at a significant polar angle (kz:scat < |k |). Crucially, changing the focus position
the microscope objective bydz changes the path length of the reflected reference field by|k |dz,
and the off-normal scattered fields by less:kz:scatdz = |k | cosθdz, whereθ is the polar angle of
a particular off-axis ray.

To elucidate this, consider the intensity at the center of the diffraction-limited image of a
100 nm virus (n=1.5) on an SP-IRIS substrate (100 nm of SiO2) as the focus positionz is swept
- we term this the ‘defocus profile’. If only|Escat |

2 were collected (as in darkfield microscopy)
this curve would trace out the axial point spread function of the microscope, which would be
approximately a Gaussian centered at the medium-substrate interface and that decreases to 0
as the particle moves out of focus. However, when the specular reflected light is also collected,
the background intensity (when out of focus) is not 0 but|Ere f |

2, and fringing is observed in
the defocus profile (Figure 4). Since the reflected light is much brighter, the scattered fields
are detected as a faint perturbation (about 4% in this case). Here we should define ‘normalized
intensity’ as the ratio of the intensity of the combined scattered and reflected fields with that of
the reference field alone, (i.e. when out of focus, or in the absence of a particle):

Normalized Intensity=
|Escat + Ere f |

2

|Ere f |
2

(10)

In this example, the normalized intensity fluctuates between 0.96 (darker than the background)
to 1.04 (brighter than the background) along the defocus profile (Figure 4b), as the particle
moves into and out of the focus and the phase angleφ is processed.

The defocus profile is a crucial measurement for quantitatively determining|Escat | since
the fringe amplitude can not be determined directly from any single image. Indeed, accurately
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Fig. 4. (a) Simulated images of a 100 nm virus with the microscope focal plane at three dif-
ferent positions with respect to the substrate top surface (NA= 0.9), scale bars are 1 1µm).
(b) The ‘defocus profile’: simulated normalized intensity at the center of the diffraction-
limited image is plotted as a function of focus position, with the three focus positions
labeled.

measuring|Escat | from the defocus profile is still nontrivial since the axial point spread function
effectively acts as a modulating envelope. Depending on the elevation or size of a particle, the
defocus profile may have a single large antinode atz = 0, or a node atz = 0 with two antinodes
as in Figure 4b, or something in between. This is due to the fact that increasing the size of the
particle will increase the elevation of its centroid, and a change the centroid position by as little
asλ/20 will result in a noticeable shift in the position (inz) of the fringe peaks with respect to
the axial point spread function [28].

In almost all previous work with SP-IRIS, the focus plane at which the highest number of par-
ticles were visibly brightest was chosen either by eye or by a custom auto-focus algorithm, and
a single image was saved for later analysis. It should now be clear however that such a process
cannot hope to accurately measure|Escat | for a population of nanoparticles of heterogeneous or
otherwise unknown size. Indeed, this likely explains why attempts to generate empirical sizing
‘rulers’ using reference particles of known dimensions has been of limited efficacy, and resulted
in different size-calibration curves from publication to publication despite modest changes in
design.

Altogether, this paints a picture of SP-IRIS as a highly-coupled interferometric system which
must be designed and optimized as a whole. We therefore use a perturbation approach to opti-
mization, in which a measurement is simulated while sweeping one system parameter at a time,
to develop an intuition for the problem along with optimal design.
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3.2. Validation of the model
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Fig. 5. Validation of BEM simulations against the dipole approximation method and ex-
perimental measurements, in the case of (a) 60 nm gold spheres (34 particles), (b) 100 nm
diameter polystyrene (n=1.60) spheres (63 particles), and (c) 145 nm polystyrene spheres
(24 particles), showing good agreement amongst all three for the entire range of particle
sizes. (NA= 0.8, λ = 525 nm in (a-b),λ = 630 nm in (c)).

To validate our model we compared the results of simulations to both experimental measure-
ments and the results of the dipole-approximation method published previously [27]. 60 nm
diameter gold, 100 nm polystyrene (n=1.60) and 145 nm polystyrene spheres were diluted in DI
water and spin-coated onto an SP-IRIS substrate with 100 nm oxide film. Note that nanoparti-
cles on the substrate must be sufficiently far apart so that their diffraction-limited images would
not overlap (at minimum about 2µm). Z-stacks of images were taken over a 4µm range of focus
positions (z) in 200 nm increments, resulting in a data-cubeI (x , y, z). High-pass spatial filtering
followed by thresholding was used to identify the centroid of the diffraction-limited image of
each particle, and the normalized intensity of the centroids were measured as a function of focal
positionz to measure experimental defocus profiles. Simulations of the defocus profile of these
particles were generated using both the BEM and dipole methods and found to be in agreement
with each other as well as with the average experimental curve (Figure 5).

We then investigated if whether the BEM approach could be used to correctly predict the
image of asymmetric particles such as nanorods. 25× 71 nm gold nanorods were spun onto
an SP-IRIS substrate using the same method described earlier, resulting in individually immo-
bilized particles with random orientations. To account for the distribution of orientations, a
linear polarizer in the illumination path was rotated overθ = (0o , 180o) in 15o increments
(Figure 6a-c). As before, a z-stack was acquired for each position of the polarizer, resulting in
a data-hypercube ofI (x , y, z , θ). A sinusoid with formI (x , y, z0, θ) = V sin(2πθ + H) + 1 was
fit to every image pixel (x , y) in a particular planez = z0 at which particles were most visible
to the eye. Fitted coefficientsH(x , y) andV (x , y) were then represented respectively as the Hue
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(color) and Value (brightness) of an HSV image, in which particles of similar orientation are
represented with similar false colors (Figure 6d). The average defocus profiles of a nanorod
illuminated along its longitudinal axis were found to be in agreement with corresponding BEM
simulations (Figure 6e).
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Fig. 6. Validation of BEM simulations of gold nanorods. (a-c) Cropped slices from the
25x71 nm gold nanorod dataset described in text, whereθ is the illumination polarization
angle. (d) Hue-Saturation-Value representation after fitting a sinusoid to each spatial posi-
tion pixel as a function of illumination polarization angle. Value (i.e., brightness) indicates
the presence of a particle and Hue (i.e., color) indicates particle orientation. (e) Comparison
of simulated and measured normalized intensity of a 25x71 nm gold nanorod aligned paral-
lel to the illumination polarization direction, as a function of defocus (59 particles, 50x 0.8
NA, λ = 630 nm).

3.3. Design optimization for bio-nanoparticle detection and sizing

Many bio-nanoparticles of interest are in the range of 50 and 150 nm in diameter, with a refrac-
tive index of aboutn = 1.5 for virus-like particles and as low asn = 1.38 for exosome vesi-
cles [40–42]. Our objective is to maximize the visibility of this category of bio-nanoparticles
while immersed in water. Specifically, we wish to design an acquisition process that can not only
detect but also accurately measure the size of bio-nanoparticles within the range 50-150 nm.

Towards this end, we simulated the defocus profile of a 100 nm virus (n = 1.5) on SP-IRIS
substrates with a range of oxide film thicknesses (Figure 7). Here, the illumination is modeled
as a normal-incident plane wave withλ = 530 nm, and the objective NA is 0.9. As expected,
constructive self-interference of forward- and back-scattered light depends strongly on the cor-
rect selection of oxide film thickness, and it is periodic withλ/2nSiO2. Rather than selecting
the thickness at which the normalized intensity is simply either maximum or minimum, we use
the normalized intensity range (NI Range, Figure 7b) as the objective function. This parameter
is selected as an engineering trade-off; the ideal case would be to perform numerical fitting of
the defocus profile at every pixel in the image to accurately measure|Escat |, but this is pro-
hibitively computationally expensive. By comparison, NI Range is an approximation that can
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Fig. 7. (a) Simulations of normalized intensity (at image center) of a 100 nm virus as a
function of oxide film thickness and objective focus position. Two slices of this simulation
where the film thickness is 50 or 100 nm are indicated by the dotted lines and plotted in
(b) as defocus profiles. (c) NI Range for the range of oxide film thicknesses. (d) NI Range
and (e) Peak plane separation are simulated for spherical virus between 50 and 150 nm in
diameter on a 50 nm oxide film.

be calculated rapidly. Another useful metric is the peak plane separation, which is the distance
(in z) between the two planes of maximum and minimum NI. The peak plane separation is an
approximate measurement of the period, which like NI Range can be calculated rapidly. When
the NI Range is optimized, the optimal oxide film thickness turns out to be about 50 nm (Fig-
ure 7c). When this oxide film thickness is used, the NI Range is a strong monotonic function of
particle size (Figure 7d). However, the peak plan separation is nearly constant for a wide range
of particle sizes, as would be expected (Figure 7e).

As mentioned earlier, SP-IRIS uses Köhler illumination to provide approximately flat and
uniform illumination over the objective field of view. In Köhler illumination, the illumination
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Fig. 8. (a) Simulations of normalized intensity (at image center) of a 100 nm virus as a
function of illumination NA and focus position. (b) The defocus profiles when illumination
angles are restricted to a single plane wave (NA= 0), or NA = 0.45 or NA= 0.9.

source is imaged to the back pupil of the objective using two lenses in a 4-f configuration. How-
ever, this poses a challenge since in order to illuminate the surface with approximately plane
wave illumination, the source should be focused onto a pinhole spatial filter and this pinhole
should be imaged to the objective back pupil. This approach is inefficient from a power perspec-
tive since it will discard the vast majority of the source’s light [43]. It would be advantageous to
know the rate at which fringe visibility decreases with increasing illumination numerical aper-
ture (NA), so that a trade-off may be made. We therefore simulated the the defocus profile of
a 100 nm virus on the optimal oxide film thickness of 50 nm, in water, while sweeping the illu-
mination NA from 0-0.9 (Figure 8a). The collection NA is constant (0.9) for all cases, and the
illumination is modeled as having uniform intensity over the chosen solid angle. As expected,
illuminating with the full NA of the objective greatly decreases fringe visibility. However, we
find that an illumination NA as high as 0.45 (i.e., objective fill factorf0 ∼ 0.5) may be used
while still retaining∼ 80% of the NI Range signal (Figure 8b).

Finally, we considered the impact of using a different film material, instead of thermally
grown oxide. Silicon nitride can also be deposited on polished silicon in very flat films, and has
a higher refractive index (n=2.0-2.3 depending on the deposition protocol). To investigate the
impact of changing the film material, we simulated the defocus profile of a 100 nm virus, as
before, on SP-IRIS substrates with a range of nitride film thicknesses where n=2.05 (Figure 9).

As expected, the results are qualitatively similar to those with an oxide film. However, the
peak NI Range is nearly twice that of optimized oxide (0.14vs. 0.08). The reason for this
improvement is that the refractive index of nitride is closer to the geometric mean of silicon and
water, which means it forms an efficient anti-reflection coating when the thickness is an integer
multiple of λ/2nSi3N4 (Figure 9c). The minimization of|Ere f |, rather than the maximization
of |Escat |, is now the driving factor in increasing particle visibility. Since the scattered fields
propagate mainly at high angles, and since the reflectivity is a function of incidence angle, it
may be possible with this approach to find a configuration in which|Ere f | is attenuated to the
minimum required level while|Escat | is simultaneously large.

4. Conclusions

Biological and medical research into the structure and function of biological nanoparticles have
revealed their multifaceted roles in molecular sorting, homeostasis, cell signaling and various
types of disease. As the most abundant biological agents on earth, viruses exhibit an enormously
diverse range of evolutionary strategies and morphologies which are still being elucidated [4].
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Fig. 9. (a) Simulated defocus profiles of a 100 nm virus on a range of nitride films (n=2.05).
(b) Optimal NI Range is achieved with a film thickness of 190 nm. (c) The field magni-
tudes|Escat | (top) and|Ere f | (bottom) are plotted individually, with the optimal nitride
thickness indicated.

At the molecular level, tools for investigation of these agents has grown tremendously. We be-
lieve the technique presented here is complementary to other single-particle characterization
methods which have exquisite resolution but low throughput. By providing morphology infor-
mation at single-particle resolution with high throughput and molecular specificity, SP-IRIS
fills a niche between high-resolution approaches and the ensemble measurement techniques
described earlier. We look forward to immediate application of the advances described herein
to the high-throughput characterization of genetically modified viruses for cancer therapy, and
multiplexed exosome detection and classification for biomarker discovery.
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